Objectives: To study the accuracy and reliability of two point of care devices (Hemocue 201 [HC 201 ]) and Hemoglobin Colour Scale (HCS) with reference to automated laboratory analyser Sysmex XP 100 (Lab SXP ) and determine factors influencing their performances. To discuss certain design issues while ascertaining these parameters for its judicious use in both clinical context and disease burden studies. Methods: Reliability and accuracy statistics were calculated for four population subgroups that were selected randomly using cluster sampling in a rural community of eastern India. Appropriate measures were taken to reduce biases in the study. Bland Altmann Plot was used to determine Bias and ROC curve analysis was used to suggest new cut-offs for HCS method. Results: True prevalence varied across subgroups ranging from 12.56% in adolescent boys to 40.71% in adult women. Sensitivity for HC 201 was lowest among boys (80.39%) and highest among adult females (92.82%), while specificity was highest among adult males (86.94%) and lowest among adult females (75.00%). The variation across subgroups was due to differences in distribution of underlying Hb values. HC 201 has potential for use in clinical practice as well as disease burden estimation study. HCS was not suitable for use in clinical setting as the bias (À4.1 g/dl) was unacceptable. However, ROC analysis suggested certain cut-offs for different age groups and can be employed in poor resource settings for disease burden estimation study. Conclusions: HC 201 is better than HCS as per the study. However, accuracy parameters are likely to vary depending on the distribution of underlying Hb distribution. Thus, same machines can demonstrate different accuracy parameters in different settings. There is need for designing studies that could help estimate these parameters each time on a subsample which would go a long way in efficiently using technology be it for guiding clinical decisions or public health actions.
Introduction
Anemia is an invisible public health problem of global concern. In the year 2011, iron-deficiency anemia (IDA) alone was rated as third major cause of disability worldwide, and resulted into loss of 42.2 million disability-adjusted life years (DALYs) [1] . In India, as per the current global burden of disease study estimates, IDA is the topmost contributor of years lived with disability, accounting for 11% of all disability, its effects being most severe among women. In terms of DALYs, it showed an increase in both rank (currently six) and health loss caused, suggesting a need for renewed policy attention to this cause [2] .
It is high time focus is shifted from preventive to cause specific curative action in anemia control. In its revised strategy, Ministry of Health and Family Welfare, Government of India, lays emphasis on treatment of IDA besides supplementation measures to control it [3] . To identify patients that would require treatment, clinical methods like palmer and conjunctival pallor are being recommended. However, evidence suggests that pallor is only useful in severe anemia and its sensitivity is unacceptable in mild, moderate anemia [4] [5] [6] [7] [8] [9] [10] . This would result in missed cases and delayed treatment. One way, is to replace these clinical methods with simple, cost-effective, user-friendly point of care diagnostic devices (POCDs) that have acceptable test accuracy parameters, and margin of error within ±1 g/dl of true hemoglobin value (as determined by reference tests).
Further, from public health point of view, it is also important to continuously monitor the trend of anemia prevalence, which would help the policy makers to adopt evidence-based public health action. In such a scenario, accurate estimates of disease burden cannot be overemphasized given the resource constraints in developing nations like ours. Currently POCDs are increasingly being used in community surveys to provide state wise estimates of anemia prevalence in different patient subgroups in India [11] [12] [13] .
In this article, we present the accuracy and reliability parameters of POCDs like Hemocue 201 (HC 201 ) and Hemoglobin colour scale (HCS) with reference to automated laboratory analyser sysmex XP 100 (Lab SXP ) [14] . The intended use of these POCDs could include screening, diagnosis, or surveillance. We discuss the determinants of accuracy parameters and certain design issues while ascertaining these parameters for its judicious use in both clinical context and disease burden studies.
Patient and methods
The institute has a field practice area in Tangi block, Khorda district, in the state of Odisha (eastern India) that has a population of 0.16 million and has six sectors each with a primary health centre. The study was carried out in its largest sector Bhusandapur that had a total population of approximately 56,000. It was decided to carry out a community-based crosssectional study to determine anemia prevalence (using Hemoglobin values) among apparently healthy males and apparently healthy nonpregnant females each, in two age groups, that is, 10-19 years and 20-60 years, who were willing to participate in the study, provide informed consent, and not suffering from any major illness at the time of the study. These same patients were subjected to testing on selected POCDs to obtain accuracy parameters and study spectrum effects.
Assuming anemia prevalence of 75-78% among females, 24% among males, while accounting for 7-10% nonresponse, and design effect of 1.5 [15] , the sample size estimate for each sex group between 10-19 years and 20-60 years, respectively, would be 450 each. The sample size was powered to answer the diagnostic accuracy question reported in this article. All included subjects were tested using HC 201 , and HCS and compared with Lab SXP .
Cluster sampling design was chosen to select 30 villages (cluster) using probability proportionate to size methodology and 15 subjects were chosen randomly from the respective age and sex group amounting to 60 people from each village. A bottle was spun in the centre of the village to select a random direction. Last house in that direction was selected as starting point and every subsequent house along the way, as investigators moved backwards towards the centre was visited to recruit eligible participants from each stratum. If more than one person was found eligible in a given household, KISH grid was used to select the person randomly. Study was carried out over 9 months between May 2017 and Feb 2018.
The study participants were simultaneously tested on HCS and HC 201 (Index test) using capillary blood in that sequence to avoid HCS interpretation being affected by the Hemoglobin (Hb) results displayed on HC 201 equipment. Capillary blood was collected following wicking method and using special lancets recommended for use with HC 201 . Later 5 ml of venous blood was drawn, within 5 min of performing the index test, and transferred in EDTA vial to central laboratory maintaining the cold chain (between 2 and 8 C) during transit, for testing on a three-part differential instrument SYSMEX XP 100 autoanalyzer (reference test) available in the institute at the time of the study and determine the true Hb value. The average time lag between collection of blood sample from the field and its testing in the laboratory (reference test) was about 4 h. There were no adverse events from performing either the index or the reference tests. The output on reference test was automatic and, thus, did not interfere with fact that assessor had access to index test results. We, thus, ensured that none of the ratings got influenced by performance on any of the tests. A single trained Laboratory technician was utilised for testing all the participants to eliminate interrater variability.
Data analysis
Individuals were classified as anaemic based on WHO cut-offs for Hb for age and sex [16] . Same cut-offs were applied to values on index and reference tests to differentiate anaemic from nonanaemic individuals. We calculated accuracy statistics like sensitivity, specificity, Likelihood ratios positive and negative (LRþ, LRÀ) using standard definitions. We plotted receiver operating characteristics (ROC) curve to determine the area under curve (AUC) for both the POCDs and also establish a suitable cut-off for the HCS method.
Reliability of POCDs was determined by studying the degree of homogeneity between the Hb measurements by utilizing the intraclass correlation coefficient (ICC) for agreement and consistency. Bland-Altman plots accommodating the double measurements within subjects were used to capture bias and 95% limits of agreement.
All statistical analyses were performed using XLSTAT, Microsoft excel version 2016, and Epi-info version 7.2. Any missing data was removed at the time of the analysis. Whenever there was any error during measurement on HC 201 , the procedure was repeated one more time after trouble shooting the cause of error following standard guidelines. If error persisted, results were declared inconclusive. Every attempt was made to identifying the closest match while using HCS.
Quality control
The institute has a standard operating procedure for maintaining quality while processing samples on SYSMEX XP100. These guidelines were followed right from the time sample was collected, until it was processed. Six months internal quality control data is being used to calculate routine imprecision and updated annually. Stable controls are procured from commercial sources and data is plotted on control charts (L.J. charts). Laboratory uses 2 levels of controls at least once a day. For Hemocue 201þ, the cuvettes are stored as per recommendations and standard techniques are used for periodic cleaning of the cuvette holder and optical sensor to ensure error free results.
Ethical considerations
Study was approved by the Institute ethics committee (Project code-IMF/27/2016). Informed consent was obtained and confidentiality was maintained in the Department of Community and Family Medicine. We observed the ethical principles suggested by Indian Council of Medical Research [17] throughout the conduct of the study.
Results
Overall 1732 participants were subjected to index tests. HC 201 was inconclusive in 15 and reference tests results was not available in 4 due to withdrawal of consent for intravenous blood ( Figure 1 ). We had 408 males and 430 females in the age group 10-19 years, while 413 males and 481 females in the age group 20-60 years ( Figure 2 ). It was difficult to recruit adult males as most were working. Adult females were overrecruited due to their request that could not be denied in community settings.
Hemoglobin was normally distributed in both sexes and age groups that underwent reference test ( Figure 3 ). The mean (SD) Hb values for adolescent boys, adolescent girls, adult males, and adult females were 13.23 g/dl (1.23), 12.47 g/dl (1.28), 14.36 g/dl (1.53), and 12.07 g/dl (1.52), respectively, and the difference was statistically significant. Overall in all samples combined 3.3% subjects had Hb <10 g/ dl, 19% had Hb !10 and <12 g/dl, 27% with Hb from 12 g/dl to <13 g/dl, 40% between 13 g/dl and <15 g/dl, rest above 15 g/dl.
PotenƟally eligible parƟcipants N=1800 Tables 1 and 2 provides accuracy statistics for both the index tests. At the WHO clinical cut-off for anemia, HCS provides very poor specificity of 2.2% that could lead to massive false positive diagnosis. On the contrary HC 201 exhibits sensitivity and specificity of 89% and 79%, respectively, that would lead in missing 11% cases and over diagnosing 21% cases. True anemia proportion in the overall sample was 23.82%. With the calculated sensitivity and specificity of HC 201 and HCS for the overall sample, the estimated proportion (i.e. all test positives with index tests contributing to the prevalence calculation in this scenario) of anemia within the sample would increase by 13.4% and 74% points above the true value thus overestimating the true prevalence suggested by the reference test.
Most (79.22%) of the HC 201 results fell within 1 g/dl of the sysmex values, 13.54% between À1 g/dl and À2 g/dl, 3.85%g/ dl > À2 g/dl, and 3.39% >1 g/dl. Similarly, few (2.92%) of the HCS results fell within 1 g/dl of the sysmex values, 7.88% between À1 g/dl and À2 g/dl, 14.94% between À2 g/dl and À3 g/dl, While most (73.96%) < À3 g/dl and 0.29% > 1 g/dl.
Intraclass correlation for agreement (ICC-A) between HC201 and SYSMEX XP100 was 0.903 (CI: 0.845-0.934), while ICC for consistency (ICC-C) was 0.917 (CI: 0.909-0.924). Average bias for HC 201 was À0.417 (CI: À0.462, À0.371) and limits of agreement between À2.302 and 1.468 ( Figure 4) .
While, ICC-A between HCS and SYSMEX XP100 was 0.24 (CI: À0.158-0.604), ICC-C was 0.677 (CI: 0.645-0.706) and average bias for HCS was À4.121 (CI: À4.203, À4.039) with limits of agreement between À7.521 and À0.720 ( Figure 5 ).
ROC curve analysis details are provided in Table 3 and plot in Figure 6 . Since the bias for HCS was not acceptable, we attempted to define a new cut-off for the test. It appears that perhaps at below score six subjects could be defined as having anemia, and this would have specificity of 88.85%, Table 2 .
Discussion
POCDs in Hb estimation has utility in both clinical practice and public health surveillance. Inaccurate tests will not only affect treatment decisions but also provide inconsistent estimates of disease burden in the community. Presence of bias can lead to incorrect estimates of accuracy, while presence of source of variation would result in differences in true diagnostic accuracy across studies, thus limiting applicability to a specific clinical or public health question. Number of biases and sources of variations have been identified [18] [19] [20] [21] and one way of reducing it is by following recognized standards while designing such studies [22] [23] [24] . In our study, we examined the performance of POCDs like HC 201 and HCS with respect to its accuracy and reliability in four different carefully selected population subgroups. We also computed these parameters in a combined sample (N ¼ 1713; Tables 2 and 3 ) to demonstrate the presence of spectrum effects, further emphasizing the problems of spectrum and bias as suggested by Ransohoff and Feinstein [19] . Our patients (Figures 2 and 3) were enrolled randomly using a cross sectional study design that included a broad spectrum of Hb values distributed normally in each age and sex group and these groups were representative of similar population groups encountered in primary care settings, as well as population-based surveys. This would minimize both selection and spectrum bias. Interpretations of every test were carried out independent of each other to tackle information bias. LAB SXP values had a variation coefficient of 1.5% or less for Hb, when peripheral blood or control blood was analyzed more than 10 times continuously, minimizing possibility of classification bias due to reference test. Chances of disease progression bias were nil as samples for testing by test and reference methods were collected simultaneously, and every patient were subjected to both the tests eliminating incorporation bias or work up bias.
It is generally expected that a diagnostic device provides accurate estimates of underlying clinical trait; however, in real conditions we seldom achieve this due to disagreement between the measured value and underlying true value in addition to the reasons mentioned earlier. However, a near perfect agreement is always desirable. In Hb estimation, test methods are acceptable as long as at-least 95% of test values are within ±1 g/dl of reference values. A plot of differences between the methods against their mean helps to examine this expectation [25] . In present study, the average bias of HC201 was À0.417 g/dl (Figure 4 ), however the bias was not consistent throughout the Hb range ( Figure 7) . It was À0.198 g/dl, À0.276 g/dl, and À0.467 g/dl for true Hb values 10 g/dl, 12 g/dl, >12 g/dl, respectively. This can particularly lead to misclassification bias, if the distribution of Hb values in other study samples differ and thus limit applicability. Misclassification is more likely to result among patients with values around the clinical cut-offs used for defining anemia. The distribution of Hb values were examined in four study groups (Figure 3 ) and were found to be statistically different based on Kruskal-Wallis test (p < .0001). We have thus provided group specific estimates of accuracy parameters to inform applicability in respective groups in other settings.
The estimates of accuracy parameters for HC 201 differed in each group (Table 1) due to variation in age/sex distribution, disease severity etc. However, since we have specified the spectrum and provided indices of accuracy in pertinent clinical subgroups, this will enhance its clinical applicability in similar patient groups. If we were to recommend use of accuracy parameters derived from the entire 1732 sample then spectrum effect (a phenomenon wherein the accuracy parameters differ in subgroups) would come into picture. The term was first introduced by Ransohoff and Feinstein [19] . Whether spectrum effect leads to bias depends on its effects on the posttest probabilities and more importantly if this results into differences in clinical decisions [26] . A number of methods have been described that could help distinguish spectrum effects from spectrum biases that result in variability of medical diagnostic test performance [26, 27] .
As expected in males the specificity was higher and in females' sensitivity was higher, this being due to shift of mean values of Hb on either side of the spectrum. Except for the adult males with LR þ of 6.4, rest LR þ were comparable. LR À varied across the age and sex groups in comparison to overall sample. Ratio of LR þ in various subgroups with that of the overall sample (from Table 1 ) suggest marked deviation among adult males. While, ratio of subgroup specific LR À estimates with that of overall sample indicate deviation in all age and sex groups except adolescent girls.
Spectrum bias will result in clinically important differences in post-test probabilities under two circumstances: (1) presence of bias in the ratio of LR þ and prevalence of disease is low, and (2) when bias exist in ratio of LR À and prevalence of disease is high [26] . As per our findings (Table 1) , such a situation exists among adult males and females (This is if we were to combine the whole sample instead of looking at subgroup specific estimates). Thus, spectrum effect is likely to result into spectrum bias in these subgroups, unless we use subgroup specific accuracy parameters in decision making. This further strengthens the argument that only those spectrum of patients' needs to be included in diagnostic accuracy studies that will be similar to the population in which the test will be used in practice [23] .
While for purpose of clinical use it is always desirable to have very few false negatives and positives, we need to realize that the accuracy parameters estimated would also depend on the composition of study sample, besides measurement errors across Hb range. As a rule, for rare disease, positive test results should be cautiously interpreted among subgroups who differ from the sample used to determine accuracy parameters. The same caution applies to negative test results when the disease is more common [28] .
Thus, variations in accuracy parameters are known to occur due to differences in demographic features of study populations, disease prevalence, disease severity, interobserver variability, availability of clinical information, test technology, test execution, ands so forth [18] . In our study, sensitivity increased while specificity decreased with rise in disease prevalence (Table 1) . Similar findings have been reported in other disease conditions too [18, 29] . With increasing anemia prevalence, the spectrum of Hb values would shift leftwards increasing numbers having more severe disease. This in turn would result in rise in sensitivity. Our findings provides further evidence challenging the popular belief that sensitivity, specificity, likelihood ratios are independent of disease prevalence [30] . In fact, these parameters strongly depend on the distribution of the underlying traits relative to the diagnostic cut-point, which vary between populations or between subgroups within the same population and thus have important practical implications.
We further move our attention to how this would influence the disease burden estimates made by using POCDs that have varying accuracy estimates based on the factors discussed so far. Measures of disease frequency like prevalence, incidence typically represent the number of people who were tested positive for a diagnostic test rather than those who actually had the disease. Unless the false positives are equal to false negatives the estimates are unlikely to be accurate. If the disease prevalence is lower than 50%, specificity of the test needs to be greater than sensitivity. Conversely for diseases with higher prevalence, sensitivity has to be higher to obtain accurate estimates. So, the solution lies in either using appropriate diagnostic tests for a given true prevalence or estimating the necessary test statistic and provides corrected estimates. This has been nicely illustrated by Campbell et al. [31] . With regards to HCS we would suggest a different approach. The values on the scale are expected to represent the true underlying Hb levels. But the bias obtained in the study was not clinically acceptable. So, we decided to run a ROC analysis instead and suggest a cut-point to distinguish people with and without disease amenable to further testing or estimating disease burden as discussed earlier. Based on the findings in Table 2 , it does not seem reasonable to use HCS at any cut-off in diagnosis and treatment of patients, though cut-off of <7 for all the age and sex groups except adult males in whom cut-off <9 could be used for disease burden estimation and appropriate corrections could be used to get the true picture. Choice of HC 201 or HCS for disease burden study would depend on availability of resources, though we would like to favour HC 201 considering the degree of bias, and accuracy parameters. HC 201 requires continuous supplies of cuvettes. These are often seen as limiting factors due to escalating operational costs of using POCDs. The prices of these cuvettes need to be regulated or subsidized for use in public health care system. Further studies are required to establish the cost-effectiveness of these POCDs and guide policy makers in their efforts to control and prevent anemia.
The strength of our study is that we have assembled a community-based sample to derive subgroups specific accuracy estimates. We have discussed the importance of taking into consideration the disease prevalence and population composition before applying the findings to people either in clinical settings or population studies. The revised cut-offs proposed for HCS for population-based surveys require further testing in different setting. Thus, being aware of reasons for variation in accuracy estimates for same machines in different settings, and the need for designing studies that could help estimate these parameters each time on a subsample as outlined by Campbell et al. [31] could go a long way in efficiently using technology be it for guiding clinical decisions or public health actions. 
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